A 66-year-old man with colon cancer presented with pain, swelling and discoloration around the puncture site after the first infusion of the chemotherapeutic agent. Inspection of the catheter after removal showed perforation of the catheter near the apex of the curve and the suggestive cause of catheter leakage was puncture of the catheter during suturing of the vein puncture site. The lesion healed with local wound care.
Fig. 5.
A 77-year-old man with lung cancer presented with malfunction of the port due to occlusion 1 month after placement. Cathetogram shows leakage of contrast media into the axillary vein. Inspection of the catheter after removal showed a small laceration of the catheter that correlated with the direction of teeth of Kelly and the suggestive cause of catheter leakage was pinching of the catheter during placement. 
